
Pathologist: Sample ID: P1

Department: Plate ID:

Date of measurement: MammaTyper® Lot:

Date of report: Instrument:

     Validity of Run

Warning:

Assay mix channel Assay NC PC

1
FAM ERBB2

HEX ESR1

2
FAM MKI67

HEX B2M

3
FAM PGR

HEX CALM2

Subtype According to St Gallen (2017) and
ASCO (2020)

Luminal B-like (HER2 positive)

HR+ , HER2+

Biomarker
MammaTyper®

Results
Status

ERBB2 40.47 Positive

ESR1 42.78 Positive

PGR 38.93 Positive

MKI67 37.92 Positive

Authorized Signature  



Pathologist: Sample ID: P2

Department: Plate ID:

Date of measurement: MammaTyper® Lot:

Date of report: 17/04/23 Instrument: AriaDx(Agilent®)

     Validity of Run

Warning:

Assay mix channel Assay NC PC

1
FAM ERBB2

HEX ESR1

2
FAM MKI67

HEX B2M

3
FAM PGR

HEX CALM2

Subtype According to St Gallen (2017) and
ASCO (2020)

Luminal A-like

HR+ , HER2 Low

Biomarker
MammaTyper®

Results
Status

ERBB2 39.34 Negative

ESR1 41.13 Positive

PGR 39.55 Positive

MKI67 35.34 Negative

Authorized Signature  



Pathologist: Sample ID: P3

Department: Plate ID:

Date of measurement: MammaTyper® Lot:

Date of report: 17/04/23 Instrument: AriaDx(Agilent®)

     Validity of Run

Warning:

Assay mix channel Assay NC PC

1
FAM ERBB2

HEX ESR1

2
FAM MKI67

HEX B2M

3
FAM PGR

HEX CALM2

Subtype According to St Gallen (2017) and
ASCO (2020)

Luminal A-like

HR+ , HER2 Low

Biomarker
MammaTyper®

Results
Status

ERBB2 39.3 Negative

ESR1 40.45 Positive

PGR 36.01 Positive

MKI67 35.69 Negative

Authorized Signature  



Pathologist: Sample ID: P4

Department: Plate ID:

Date of measurement: MammaTyper® Lot:

Date of report: 17/04/23 Instrument: AriaDx(Agilent®)

     Validity of Run

Warning:

Assay mix channel Assay NC PC

1
FAM ERBB2

HEX ESR1

2
FAM MKI67

HEX B2M

3
FAM PGR

HEX CALM2

Subtype According to St Gallen (2017) and
ASCO (2020)

Luminal A-like

HR+ , HER2 Low

Biomarker
MammaTyper®

Results
Status

ERBB2 39.42 Negative

ESR1 39.55 Positive

PGR 36.77 Positive

MKI67 35.04 Negative

Authorized Signature  



Pathologist: Sample ID: P5

Department: Plate ID:

Date of measurement: MammaTyper® Lot:

Date of report: 17/04/23 Instrument: AriaDx(Agilent®)

     Validity of Run

Warning:

Assay mix channel Assay NC PC

1
FAM ERBB2

HEX ESR1

2
FAM MKI67

HEX B2M

3
FAM PGR

HEX CALM2

Subtype According to St Gallen (2017) and
ASCO (2020)

Triple negative (ductal)

HR- , HER2-

Biomarker
MammaTyper®

Results
Status

ERBB2 37.88 Negative

ESR1 34.26 Negative

PGR 32.71 Negative

MKI67 36.68 Positive

Authorized Signature  



Pathologist: Sample ID: P6

Department: Plate ID:

Date of measurement: MammaTyper® Lot:

Date of report: 17/04/23 Instrument: AriaDx(Agilent®)

     Validity of Run

Warning:

Assay mix channel Assay NC PC

1
FAM ERBB2

HEX ESR1

2
FAM MKI67

HEX B2M

3
FAM PGR

HEX CALM2

Subtype According to St Gallen (2017) and
ASCO (2020)

Triple negative (ductal)

HR- , HER2-

Biomarker
MammaTyper®

Results
Status

ERBB2 37.54 Negative

ESR1 34.13 Negative

PGR 32.18 Negative

MKI67 36.77 Positive

Authorized Signature  



Pathologist: Sample ID: P7

Department: Plate ID:

Date of measurement: MammaTyper® Lot:

Date of report: 17/04/23 Instrument: AriaDx(Agilent®)

     Validity of Run

Warning:

Assay mix channel Assay NC PC

1
FAM ERBB2

HEX ESR1

2
FAM MKI67

HEX B2M

3
FAM PGR

HEX CALM2

Subtype According to St Gallen (2017) and
ASCO (2020)

Luminal B-like (HER2 negative)

HR+ , HER2 Low

Biomarker
MammaTyper®

Results
Status

ERBB2 39.17 Negative

ESR1 38.7 Positive

PGR 40.5 Positive

MKI67 36.71 Positive

Authorized Signature  



Pathologist: Sample ID: P8

Department: Plate ID:

Date of measurement: MammaTyper® Lot:

Date of report: 17/04/23 Instrument: AriaDx(Agilent®)

     Validity of Run

Warning:

Assay mix channel Assay NC PC

1
FAM ERBB2

HEX ESR1

2
FAM MKI67

HEX B2M

3
FAM PGR

HEX CALM2

Subtype According to St Gallen (2017) and
ASCO (2020)

Triple negative (ductal)

HR- , HER2-

Biomarker
MammaTyper®

Results
Status

ERBB2 36.62 Negative

ESR1 34.6 Negative

PGR 31.81 Negative

MKI67 35.36 Negative

Authorized Signature  


